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ABSTRACT
The focus of this thesis is the development of a diffractive optical
element (DOE) based glossmeter (DOG). The original DOG and a
new generation of DOGs are presented in this thesis. The experi-
mental part of this thesis is divided into two sections, namely flat
and curved surface gloss measurement. The flat surface inspection
includes gloss measurement from cold-rolled stainless steel plates
in a laboratory and on-line measurements in a printing line with
new generations DOGs. A single sensor which can measure both
gloss and surface roughness is also presented in this section. The
measurements for this sensor were performed for a metal surface
roughness standard. The DOGs for the curved surface were modi-
fied from the DOGs used for the flat surface and two statistical pa-
rameters for the curved surface gloss evaluation are presented here.
The measurements for the curved surface DOGs were performed
with unpainted and painted aluminium convex and concave sam-
ple series. The curved surface gloss measurement also includes one
application where a latent fingerprint was detected on a ballpoint
pen surface with the DOG.
PACS Classification: 42.25.Fx, 42.79.-e, 81.70.Fy
Universal Decimal Classification: 535.42, 62-408.64, 620.179.118, 621.7.015
INSPEC Thesaurus: gloss; surface roughness; optics; optical elements;
diffraction; diffractive optical elements; optical sensors
Yleinen suomalainen asiasanasto: pinnat - - laatu; mittaus; mittaus-
menetelma¨t; mittauslaitteet; optiikka; optiset laitteet; optiset anturit
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1 Introduction
Surface quality inspection has become important in a variety of
fields such as the metal, plastic, paper and printing industries be-
cause it is an effective way to decrease production costs [1]. Optical
measurement methods, in particular, are widely used for surface
quality inspection since the optical measurements do not destroy
the measurement objects [1]. Two commonly used parameters for
surface appearance evaluation are surface roughness and gloss. The
inspection of the gloss is the main focus of this thesis. In addition,
the theory and measurement of surface roughness is considered
in this thesis because gloss and surface roughness are closely con-
nected to each other.
Gloss has a substantial effect on surface appearance [2–6] and
describes the power of the surface to reflect light specularly. Ac-
cording to Hunter and Harold [5] gloss is divided into six different
categories. The most commonly used gloss type is specular gloss.
The inspection of specular gloss is complicated because the inci-
dent angle of the beam, polarization of the light, complex refractive
index of the medium, surface roughness and color have an effect
on the gloss [2–6]. In daily life, gloss is inspected by the eye, and
therefore several psychophysical studies have been done where vi-
sual inspection and glossmeters readings are compared [7–9].
There are several standards for specular gloss inspection. The
most widely used standards are the American Society of Testing
and Materials (ASTM) D523 [10] and the International Standards
of Organization (ISO) 2813 [11]. In general, conventional glossme-
ters [5,12–14] have been designed according to the ASTM D523 and
ISO 2813 standards. However, problems occur if the inspected sur-
face is non-planar, small, curved or moving vertically in the plane of
light incidence (normal to the surface plane). A partial solution for
these measurement problems is a diffractive optical element (DOE)
based glossmeter (DOG) [6, 15–17]. The measurement of the gloss
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has been widely studied, but there are two fields which have been
rather briefly studied, on-line gloss inspection and gloss measure-
ment of curved objects. Both subjects are considered in this thesis.
The DOG is a multipurpose glossmeter and it has been used for
the specular gloss measurement of different objects such as plas-
tics [18, 19], pharmaceutical tablets [20, 21], metals [22–24], prints
and papers [25–30], wood [31] and nanocarbon surfaces [32]. DOG
has also been used for contrast gloss measurements on the prints
[33, 34], the visibility map measurement of prints [35] and gloss
reference surface uniformity inspection [36]. The DOE, which is
used in the DOG, is an important part of several sensors which
have been used in the quality inspection of paper and print [37–40],
pharmaceutical tablets [41, 42], wood inspection [43–46], the com-
plex refraction index measurements of liquids [47], the refractive in-
dex change measurement of liquids [48], float glass thickness mea-
surement [49], the quality inspection of punches [50, 51], human
plasma fibrinogen sensing on a titanium surface [52, 53], ceramic
product inspection [54] and local curvature and roughness mea-
surement [55].
The main focus of this thesis is the development of the DOGs
and specular gloss measurement from flat and curved objects. Chap-
ter 2 considers the theory of specular gloss and factors related to
specular gloss. Also, the statistical specular gloss parameters for
a flat [24] and a curved surface are presented in chapter 2. The
presented statistical parameter, average gloss Gave and gloss varia-
tion Gvar are useful for the estimation of the gloss of both convex
and concave surfaces. The original DOG and the new generations
of DOGs, namely µDOG 1D, µDOG 2D and the handheld wire-
less glossmeter (HWDOG) for flat surface inspection are presented
in chapter 3. Chapter 3 also considers cold-rolled metal plate in-
spection by means of the HWDOG and µDOG 2D, and on-line
glossmeter (µDOG 1D) laboratory tests, and on-line measurement
in the printing line. In addition, a novel single sensor which can de-
tect both gloss and surface roughness is presented in this chapter.
Chapter 4 considers the gloss measurements of convex and concave
2 Dissertations in Forestry and Natural Sciences No 44
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aluminium samples. These measurements were performed with
two glossmeters. One was developed from the original DOG and
the second from the HWDOG. In addition, an application where a
latent fingerprint is reconstructed on a ballpoint pen is presented in
chapter 4. All gloss measurements in this thesis consider specular
gloss, hence the term ”gloss” means specular gloss.
Dissertations in Forestry and Natural Sciences No 44 3
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2 Definition of gloss
Gloss is a useful parameter in the evaluation of the surface quality
of products and is a widely used parameter for evaluating surface
appearance [2, 4–6]. Gloss is a widely used parameter to quan-
tify and categorize different materials: for example, the evaluation
of the surface quality of metals [22, 23, 56], plastic and composite
materials [18, 19, 57, 58] and dental materials [59]. In the printing
industry gloss inspection is a daily task because high gloss is a ma-
jor indicator of high print quality [60–67]. Another field of industry
where gloss inspection has been used is the food industry, where it
is possible to find spoiled food by means of gloss inspection [68–74].
Specular gloss and subjects having an effect on the specular gloss
are considered in this chapter. The problems of measuring specular
gloss are also discussed in this chapter.
2.1 SPECULAR GLOSS
Specular gloss describes the surface capability to reflect light in a
specular direction. When light reflects in the specular direction the
illumination and reflection angles are the same. If the surface is
ideally smooth, all of the reflected light is in the specular direction.
If the shape of the surface is irregular, part of the light is reflected in
the specular direction and part of the illumination light is reflected
in the diffuse direction. The specular and diffuse reflection of light
is illustrated in Fig. 2.1.
The measurement of specular gloss for a planar surface is de-
fined according to the American Society of Testing Materials (ASTM)
D523 [10] and the International Standard of Organization (ISO)
2813 [11]. According to these two international standards, the illu-
minating angle i.e. angle between the surface normal and incoming
light is 20◦, 60◦ or 85◦ depending on the inspected surface where
20◦ is used for high gloss, 60◦ for semigloss and 85◦ is used for
Dissertations in Forestry and Natural Sciences No 44 5
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Diffuse reflection
Specular reflection
Sample
Figure 2.1: Specular and diffuse reflection of a planar surface.
low gloss samples [4, 5, 10, 11]. In the standards, the light source is
defined and gloss also depends on the illumination. Light source is
typically a halogen lamb which produces white light. Most conven-
tional glossmeters have been designed according to these standards.
However, there are some problems in using conventional glossme-
ters. The measurement area of the conventional glossmeters is rel-
atively large, approximately 1 cm2. However, measurement area
depends on the measurement geometry. In general, conventional
glossmeters have been designed for contact measurement, which
can be a problem if the inspected surface is fragile. Gloss stan-
dards also assume that many different measurement geometries
are needed, which is a problem when measurement results with
the different geometries are compared. There are also other similar
standards, for specular gloss measurement, for example ISO 8254-
1, ISO 8254-2, ISO 8254-3. [75–77]. Both ASTM D523 and ISO 2813
standard are general standards for the specular gloss measurement
which were defined for several measurement geometries. Standard
in Refs. [75–77] were defined only for one measurement geometry.
The specular gloss standard defines light source and the shape of
the light beam which is collimated or converging. The light source
of ASTM D523 and ISO 2813 is illuminant C and it simulates aver-
age daylight. The light source in ISO 8254-1, ISO 8254-2, ISO 8254-3
is illuminant A and it is an average incandescent light source. The
light sources have an effect on gloss readings. If the same sample is
6 Dissertations in Forestry and Natural Sciences No 44
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measured with different glossmeters which have a different light
sources, the glossmeter which uses illuminant A gives a higher
gloss reading than the glossmeter which uses illuminant C if the
color of a sample is red. Because the illuminant A emits more red
light than the illuminant C. The list of all international gloss mea-
surement standards can be found in [6].
These international standards assume that the inspected surface
is planar and the illumination angle is 20◦ or larger. Problems oc-
cur if the surface is non-planar, moving vertically, small or curved.
If the surface is smooth and planar, all reflected light on the sur-
face is reflected in the same direction. The measurement of convex
and concave surfaces is problematic with a conventional glossmeter
because the diameter of the collimate light beam is usually approx-
imately 10 mm, where the reflected light rays of the convex and
concave surface are not parallel. The specular reflection of the con-
vex and concave surface is presented in Fig. 2.2.
(a) (b)
Figure 2.2: Specular reflection in (a) convex and (b) concave surface. The darkest arrow
describes the optimal reflection.
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The specular gloss GU is defined as the ratio between the mea-
sured irradiance of the sample and the gloss reference as follows:
GU =
Isample
Ireference
× 100, (2.1)
where Isample is the irradiance of the sample and Ireference the irra-
diance of gloss reference, which is black glass with the refractive
index n=1.567 and its gloss reading is defined to be equal 100 GU.
2.2 CONVENTIONAL GLOSSMETERS
The term conventional glossmeter refers a glossmeter which has
been designed precisely, according to international standards [10,
11, 75–77]. The light source of the conventional glossmeters is a
white light source with measurement angles of 20◦ or larger. The
commonly used measuring geometries are 20◦, 45◦, 60◦, 75◦ and
85◦. Typically used gloss measuring geometries and the measure-
ment principle are presented in Fig. 2.3. The geometry used de-
pends on the material and glossiness of the inspected surface which
is assumed to be flat. The principle of measuring with the conven-
tional glossmeter is simple. The inspected surface is illuminated
by the light source at an angle and the light reflected from the sur-
face is measured by a detector located at the same but opposite
angle. The problems and limitations of conventional glossmeters
have been discussed in [5, 6, 15].
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Figure 2.3: Gloss measuring geometries for 20◦, 60◦, 85◦. L= light source and D =
detector.
2.3 GLOSS REFERENCE
According to ISO 2813 and ASTM D523 [10,11], the gloss reference
used is highly polished black glass with a refractive index of 1.567
for the sodium D line, i.e. at the wavelength 589 nm. The gloss
standard is theoretical because there is no black glass with a refrac-
tive index of exactly 1.567 [78]. For the highly polished black glass,
the gloss value is defined as 100 gloss units GU. However, there
are problems with the black glass gloss standards, such as the gloss
standards not being uniform. The problems of the gloss standards
have been discussed in [13, 14, 36, 78, 79].
2.4 DEFINITION OF STATISTICAL GLOSS PARAMETERS
Several statistical gloss parameters have been established to esti-
mate gloss, which are analogous to the surface roughness parame-
ters. Statistical parameters are needed because traditional gloss is
more or less a mean gloss level and the evaluation of gloss cannot be
characterized using only mean gloss [61]. Statistical parameters for
a planar surface and for specular gloss have been presented in [24]
and statistical parameters for contrast gloss have been presented
Dissertations in Forestry and Natural Sciences No 44 9
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in [33]. Moreover, there are a number of studies in which the per-
ception of gloss and lightness for other image statistic parameters,
such as skewness, has been compared [80,81]. For a curved surface,
i.e. convex and concave, the statistical gloss parameters differ from
the planar surface parameters because the measurement path of the
gloss is a curved path P. Statistical gloss parameters for a curved
surface are represented in Paper III. In this section statistical gloss
parameters are represented both for planar and curved surfaces.
2.4.1 Statistical gloss parameters for a planar surface
The mean gloss Gmean for a planar surface is defined in two-dimensional
case as follows
Gmean = 〈G(x, y)〉 =
1
A
∫ ∫
A
G(x, y)dxdy, (2.2)
where A is the measurement area, and G(x, y) the gloss as a func-
tion of location in the Cartesian coordinate. There are two different
parameters for the estimation of gloss variation, namely the average
and the rms gloss, which are defined as follows
Ga =
1
A
∫ ∫
A
|G(x, y)− 〈G(x, y)〉|dxdy (2.3)
and
Gq =
√
1
A
∫ ∫
A
|G(x, y)− 〈G(x, y)〉|2dxdy, (2.4)
where 〈G(x, y)〉 is the mean gloss in a manner that G(x, y) has
a minimum variance. These equations are defined in the two-
dimensional case for the gloss measurement of an area A. It is, how-
ever, possible to simplify these equations for a one-dimensional case
if the measurement has been made along a straight line. There are
also other parameters for gloss evaluation such as slope parameters,
autocorrelation and the power spectral density function of the gloss.
The slope parameters give a direction where the gloss gradient is
strongest. The autocorrelation function quantifies similarities of the
gloss profile in a lateral direction and the power spectral density
function describes periodicity in the spatial frequency plane [24].
10 Dissertations in Forestry and Natural Sciences No 44
Definition of gloss
2.4.2 Statistical gloss parameters for a curved surface
The statistical gloss parameter definitions for a planar surface are
rather straightforward and based on the assumption of the pla-
narity of the object surface [24]. However, there are situations
where it is impossible to evaluate gloss readings using the above-
mentioned parameters for a planar surface. The definitions for sta-
tistical gloss parameters for a curved surface are based on the as-
sumption that the gloss profile is measured along a curved path P
in which the concept of a line integral is essential. If the light beam
is infinitely thin, then the probed location on the curved surface can
be considered apparently flat, and the gloss measurement is possi-
ble. If the curved object is sufficiently regular such as a cylinder, it
is usually possible to use a simple measurement path, such as a rec-
tilinear line or the arc of a circle. For a curved surface, the average
gloss Gave is defined as follows:
Gave =
1
L
∫
P
G(s)ds =
1
L
∫ b
a
G(r(t))
∣∣∣dr(t)
dt
∣∣∣dt, (2.5)
where ds = |dr| is an infinitesimal line segment along path P, G de-
notes the gloss reading along the path, L is the length of the path,
and a and b are the initial and final points of the measurement path,
respectively. The equality on the right-hand side in Eq. 2.5 holds
under the assumption of a parametric presentation for a rectifying
and piecewise smooth measurement path, which is given as a func-
tion of parameter t.
Gloss variation Gvar or gloss mottling is defined as follows:
Gvar =
1
L
∫
P
|G(s)− Gave|ds
=
1
L
∫ b
a
|G(r(t))− Gave|
∣∣∣dr(t)
dt
∣∣∣dt. (2.6)
The equations 2.5 and 2.6 have been defined along a curved path
P. However, in two-dimensional case Eqs. 2.5 and 2.6 can be used
because the gloss parameters of each measurement path are calcu-
lated separately and the final result is an average of all the individ-
Dissertations in Forestry and Natural Sciences No 44 11
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ual measurement points which are measured along a measurement
path.
2.5 SURFACE ROUGHNESS
Surface roughness has a significant effect on light scattering and
therefore has an effect on gloss [63,82–85]. Gloss and surface rough-
ness have a negative correlation [6, 86]. In general, high surface
roughness means low gloss and vice versa. However, this assump-
tion is not valid in every situation because it is possible that two dif-
ferent surfaces have similar root-mean-squre (rms) surface rough-
ness but the gloss reading is different [3]. The surface roughness
depends also measurement length or area.
The measurement techniques of surface roughness can be di-
vided into two different categories, namely contact or noncontact
measurement [1, 85, 87]. Contact measurement is based on a dia-
mond stylus measurement where the diamond stylus is scanned
over the measured surface along a straight line [1, 85, 88, 89]. The
problem with diamond stylus measurements is that fragile and
porous materials such as pharmaceutical tablets can be destroyed
during the measurement. A non-contact surface roughness mea-
surement is based on some phenomenon of optics such as specular
reflection [90], scattering of light [91–98] from an inspected surface,
or just simply using a laser stylus and triangulation [1, 99].
There are several parameters for the evaluation of surface rough-
ness since one parameter is normally insufficient for the evaluation.
The most common parameters for this evaluation are average sur-
face roughness Ra and root-mean-square (rms) roughness Rq which
are defined in a one-dimensional case as follows [1]
Ra =
1
L
∫ L
o
| f (x)− 〈 f (x)〉|dx, (2.7)
and
Rq =
√
1
L
∫ L
o
| f (x)− 〈 f (x)〉|2dx, (2.8)
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where L is the measurement length, f (x) the surface profile along a
thin line and 〈 f (x)〉 a mean line chosen so that f (x) has a minimum
variance. The definition of the surface roughness parameters in a
two-dimensional case is rather similar when the integration is over
the measurement area.
2.5.1 Speckle pattern
When a rough surface is illuminated with coherent laser radiation
the light is scattered from the sample surface and produces an in-
terference pattern which is a so-called speckle pattern. The speckle
pattern consists of dark areas when destructive interference occurs
and bright areas when constructive interference occurs [100, 101].
Two types of speckle patterns exist, namely a static speckle pat-
tern which is valid when the object does not move and the laser
is stable, and a dynamic speckle pattern which appears when the
interference pattern changes as a function of the time [102].
The speckle pattern is useful for surface roughness inspection
[94–97, 100, 101]. The technique presented in [94–97, 100, 101] is
based on the calculation of the angular speckle correlation between
two speckle patterns which are obtained from the same location of
the inspected surface with two slightly different illumination an-
gles. Correlation C is calculated from the formula as follows:
C(I1, I2) =
∑
M,N
x,y=1(I1(x, y)− I¯1)(I2(x, y)− I¯2)[
∑
M,N
x,y=1((I1(x, y)− I¯1)
2 ∑
M,N
x,y=1((I2(x, y)− I¯2)
2
] 1
2
, (2.9)
where I1(x, y) and I2(x, y) are the intensities of the speckle pattern
and I¯1 and I¯2 the mean intensities of the speckle patterns. If the
surface roughness height statistic follows a Gaussian distribution,
it is possible to calculate the rms-surface roughness by using the
following equation:
C(δθ) = exp
[
− σ2
(4π sin θ
λ
)2
δθ2
]
, (2.10)
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where θ is the illumination angle, δθ the rotation angle, σ the rms-
surface roughness and λ the wavelength of the laser. The analy-
sis of the speckle pattern also has other advantages in the field of
optical measurement such as measuring the mean particle size of
bulk powder [103, 104], bioflow measurement [105], local deforma-
tion measurement of a tablet surface [106] and blood flow measure-
ment [107]. More detailed review of speckle patterns measurement
techniques can be found [100–102]. In this thesis a measurement
setup is presented which is able to measure both gloss and surface
roughness from the same location.
2.6 REFRACTIVE INDEX
Refractive index is defined by the ratio between the speed of light
in a vacuum and in a medium as follows:
n(ω) =
c
v(ω)
, (2.11)
where c is the speed of the light in the vacuum and v(ω) is the
speed of the light in the medium. For a non-absorbing medium the
refractive index is defined by the following equation [108]:
n(ω) =
√
ǫr(ω)µr(ω), (2.12)
where ǫr(ω) is the relative permittivity and µr(ω) the magnetic
permeability of the medium. For materials which absorb light, the
refractive index is complex and is defined as follows:
n˜(ω) = n(ω)− iκ(ω), (2.13)
where n(ω) is the real part and κ(ω) is the imaginary part of the
complex refractive index. Materials have an intrinsic refractive in-
dex which depends on the wavelength of the light. Refractive in-
dexes can be found in the literature for different materials, e.g. for
solid materials [109].
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2.7 FRESNEL’S EQUATIONS
Specular reflectance for a smooth surface can be calculated using
Fresnel’s equations, which describe the behaviour of the light when
it is reflected from the surface. Fresnel equations for reflectance
are defined for transverse electric field (TE) polarized light RTE and
transverse magnetic field (TM) polarized light RTM as follows [108]:
RTE = rTEr
∗
TE
=
∣∣∣∣∣∣∣∣
n1 cos θ −
[
(n2 − iκ2)2 − n21 sin
2 θ
] 1
2
n1 cos θ +
[
(n2 − iκ2)2 − n21 sin
2 θ
] 1
2
∣∣∣∣∣∣∣∣
2
(2.14)
and
RTM = rTMr
∗
TM
=
∣∣∣∣∣∣∣∣
(n2 − iκ2)2 cos θ − n1
[
(n2 − iκ2)2 − n21 sin
2 θ
] 1
2
(n2 − iκ2)2 cos θ + n2
[
(n2 − iκ2)2 − n21 sin
2 θ
] 1
2
∣∣∣∣∣∣∣∣
2
, (2.15)
where rTE and rTM are reflection amplitudes for TE- and TM-polarized
light, ∗ denotes complex conjugate, n1 is the refractive index of the
medium 1, θ the angle of the incidence, n2 and κ2 are real and imag-
inary part of the refractive indexes of the medium 2, respectively.
2.8 OTHER TYPES OF GLOSS
As mentioned previous, the concept of the gloss consist total six
different gloss types. Specular gloss was discussed earlier in this
chapter. Sheen is almost the same as specular gloss. The difference
between the two is that the incident angle of sheen is 88◦ whereas in
specular gloss it can change. Sheen is generally used for low gloss
samples [5]. Haze, or the absence of bloom, is scattered light which
produces a cloudy appearance adjacent to a bright beam of reflected
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light. Contrast gloss is the ratio between specularly and diffusely
reflected light and identifies a difference in the visual appearance
between two different surfaces having the same specular gloss [33].
Distinctness of image gloss describes the sharpness of specularly
reflected light and surface uniformity gloss describes freedom from
visible nonuniformities such as texture.
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3 Development of diffractive
element based glossmeters for
flat object inspection
A glossmeter which was based on the diffractive optical element
(DOE) was presented in 2003 [18]. The DOE which is a crucial part
of DOG was used for the first time in the middle of the 1990s [110].
The diffractive optical element based glossmeter (DOG) has since
been used for many different applications. The final results of the
development of the DOG are its commercial prototypes, namely
µDOG 1D, µDOG 2D and the handheld wireless glossmeter (HW-
DOG) (MGM-devices Ltd, Joensuu, Finland). The main focus in
this chapter is the development of the DOG from the original labo-
ratory version to the off-line and on-line DOGs. The properties and
advantages of the original DOG and the new generation of DOGs
are presented in this chapter. In addition, one solution is presented
for a sensor which is able to measure both the gloss and surface
roughness from the same location. New DOGs are presented in Pa-
per I and the on-line glossmeter and on-line gloss measurements
are presented in Papers I and II.
3.1 ORIGINAL DIFFRACTIVE OPTICAL ELEMENT BASED
GLOSSMETER
The original old generation diffractive optical element based gloss-
meter consists of a monochromatic light source namely a HeNe
laser with a wavelength of 632.8 nm, lenses, a x-y-z-translation stage
and the DOE. A schematic diagram of the DOG is presented in Fig.
3.1. The principle of DOG measurement is the following. The col-
limated laser beam is focused using a lens on the sample surface.
Dissertations in Forestry and Natural Sciences No 44 17
Kalle Kuivalainen: Glossmeters for the measurement of gloss from flat
and curved objects
eplacements
Laser C
x-y-z translation stage
Sample
Figure 3.1: Schematic diagram of the original DOG. BS = beam splitter, L = focusing lens,
C = collimating optics, DOE = diffractive optical element, CCD = charge-coupled device,
PC = Personal computer.
The specular reflection of the sample is guided through to the beam
splitter (BS) to the DOE. The DOE reconstructs a 4× 4 light spot ma-
trix in its focal plane (f=100 mm) where the detector is located. The
detector is a CCD- or CMOS-camera. The focus size is possible to
choose freely typically between the 10 to 100 µm at 1/e-level. The
aperture size of the DOE is 4 mm × 4 mm. The DOE was calculated
using Rayleigh-Sommerfield diffraction integral [111] and was pro-
duced using electron beam lithography. The imaging properties of
the DOE follow the laws of hologram imagery [112,113]. The imag-
ing properties of the DOE have been presented in [6,26,37,42,44,45].
The sample is scanned with the aid of the x-y-z-translation stage.
It has previously been shown that DOG has several advantages.
The DOG can detect small gloss readings a nano-carbon surface [32]
and small gloss variations on printed products [34]. The sensitiv-
ity of the DOG is relatively good 0.001 gloss unit (G) (see gloss
definition in Eq. 3.2) [32]. The repeatability of the DOG is approx-
imately 0.3 % which was measured five times from a high gloss
metal plate [6]. The DOG’s normal incidence of light allows it to
measure complex objects and the effect of the polarization and ver-
tical movement of the sample are not significant [6].
The DOE has been designed for a monochromatic light source
and a particular wavelength. The main advantages of the DOE are
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that both the amplitude and phase information concerning scat-
tered light affect the reconstructed image. The DOE also reduces
the noise of the speckle pattern in the direction of specular light
reflection on the detector plane and acts as a spatial filter [6, 16].
The DOE reconstructs a large number of light spots (16), which
increases the statistical repeatability and reliability of the measure-
ments. The focal length of the DOE was 100 mm. However, it is pos-
sible to design and fabricate a DOE where focal length is smaller,
such as 20 mm, which enables the development of small devices, as
shown in papers I-III and Ref. [6].
The light source of the DOG is a monochromatic HeNe laser
whereas in conventional glossmeters it is a white light source. The
monochromatic light source is used because it is free of the effect of
fluctuations of the spectral band of a white light source. Using laser
light will give better stability, a longer lifetime of a light source and
possibility to use a collimated beam [6].
The data analysis of the DOG is based on the calculating the
total irradiance of the DOE image by means of the following equa-
tion:
I =
1
nm
n
∑
i
m
∑
j
Iij, (3.1)
where Iij is the irradiance detected by the (i,j)th element of the de-
tector array. Gloss G is defined in the case of DOG as follows:
G =
Isample
Iref
× 100, (3.2)
where Isample and Iref are irradiances of the sample and gloss refer-
ence calculated by Eq. 3.1. Eq. 3.2 is analogous to the standardized
specular gloss (Eq. 2.1).
A useful parameter for evaluating surface quality by using DOG
is visibility. Visibility provides information on surface roughness
and surface texture [5], such as finishing marks, whereas gloss con-
tains information about surface roughness and the refractive in-
dex [22, 35].
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3.2 NEW GENERATION OF DOGS
The new generation of the DOGs consists of three different gloss-
meters, namely µDOG 1D, µDOG 2D and HWDOG. These glossme-
ters have been developed for different purposes. The µDOG 1D is
a one-dimensional on-line glossmeter designed for on-line gloss in-
spection in a printing house. The µDOG 2D is a scanning glossme-
ter designed to measure gloss from areas of few square millimeters
to several square centimeters. It was designed only for laboratory
use or industrial off-line use. The HWDOG was designed for rapid
gloss inspection in a laboratory and off-line surface quality testing
in industry. These glossmeters and the measurement results have
been introduced in Papers I and II.
3.2.1 µDOG 1D and µDOG 2D
µDOG 1D and µDOG 2D have the same construction but different
fields of application. A schematic diagram of the µDOG 1D and
the µDOG 2D is shown in Fig. 3.2. The measurement principle
of both glossmeters is quite similar to the original DOG. The main
differences between the DOG and µDOGs are that the construction
of the optics in the µDOGs is simpler than in the DOG and the
detector in the µDOGs is a photodiode which provides faster data
processing. The optics of these gauges is much more tightly packed
than the original laboratory version of the DOG. The light source of
the µDOGs is a semiconductor laser operating at the wavelength of
635 nm (P = 5 mW). The angle of incidence of both glossmeters is
0◦ i.e. the surface normal direction. The aperture size of the DOE is
2 mm × 2 mm and the focal length is 20 mm. The measured laser
spot size at the 1/e- level of the maximum irradiance of the light
beam in µDOG 1D is about 40 µm and in µDOG 2D about 30 µm.
µDOG 1D consists of only a measurement head. Depending on
the applications it is used, the stand of the µDOG 1D must be de-
signed and built separately. The measurement data of the µDOG
1D are transferred from the gauge to the computer through a net-
work and the sampling rate is approximately 1250 measurements
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Laser
BS
DOE D
L
Sample
Figure 3.2: Schematic diagram of the µDOG 1D and µDOG 2D. BS = beam splitter, L =
focusing lens, DOE = diffractive optical element, D = detector (a single cell photodiode).
The aperture of the DOE is showed in the inset.
per second. The measurement signal is the one-dimensional gloss
profile of the object. The gloss profile can be presented as a gloss
matrix if the measurement sample is periodic, as in a printing line.
The gloss matrix is a visual presentation where the gloss profile is
cut in pieces thus one piece includes the measurement points of one
printed sheet. These pieces are connected into one matrix which is
called as a gloss matrix. The signal-to-noise ration (SNR) of the in-
ternal reflections is approximately 43 dB depending on the optical
power of the laser used. The internal reflections in both µDOG 1D
and µDOG 2D are reduced by using apertures.
µDOG 2D consist of two parts: a stable optical bench and the
measurement head. The measurement data of µDOG 2D is trans-
ferred from the gauge to the computer through an USB cable. The
measurement data is collected in the matrix and it is possible to
calculate statistical gloss parameters [24] and obtain a gloss map.
This glossmeter enables the measurement of samples with different
thicknesses because it has a screw for adjusting the surface of the
object at the focal length of the glossmeter.
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3.2.2 Handheld wireless glossmeter (HWDOG)
The handheld wireless glossmeter (HWDOG) was designed for a
rapid product quality inspection in a laboratory and for off-line
industrial use. The HWDOG is a contact glossmeter and therefore
the measurement of fragile objects is problematic. The light source
is a semiconductor laser (P = 0.8 mW) operating at the wavelength
635 nm and the detector is a photodiode. The construction of optics
differs from the µDOG 1D and the µDOG 2D because the incident
angle of the laser beam is 6◦. The focus size at 1/e-level is 30 µm.
A schematic diagram of the HWDOG is shown in Fig. 3.3.
Laser
Sample
DOE
D
L αα
Figure 3.3: Schematic diagram of the handheld wireless glossmeter, L = focusing lens,
DOE = diffractive optical element, D = detector (single cell photodiode), α = incident
angle. The aperture of the DOE is showed in the inset.
One measurement of the HWDOG consists of 1000 measure-
ment points which are a sequential with time. The measurement
time is about 5 seconds, which also includes data transfer to the
computer. The measurement data are transferred with the aid of a
wireless transmitter to the computer. The result is a gloss profile
which permits the calculation of statistical gloss parameters.
In general, conventional glossmeters are calibrated before each
measurement series. The new glossmeters presented here do not
need calibration before each measurement series because the black
glass gloss value is programmed within the measurement software.
However, frequently controlling the gloss reference value is desir-
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able. Recalibration has to be done if there are changes in the laser
intensity level or components of the glossmeter are changed.
3.3 GLOSS MEASUREMENT FROM COLD-ROLLED STAIN-
LESS STEEL PLATES
The purpose of this Paper Iwas to present new solutions for surface
gloss inspection for laboratory conditions as well as an application
regarding rapid gloss measurement. The measurements were per-
formed for three stainless steel plates, which were cold-rolled. Sam-
ples were measured with the HWDOG and the µDOG 2D. Sample
A was cold-rolled, heat-treated, pickled, and skin passed. Sample
B was dry-brushed and sample C was ground. According to manu-
facturing of stainless steel plate the average surface roughness (Ra)
of the samples varies between 0.2 and 0.5 µm. The first measure-
ment series with the HWDOG contained three different measure-
ments: fixed position, manual scanning in the machine direction
(longitudinal direction of the metal plate) and machine cross direc-
tion (perpendicular direction to the machine direction). All mea-
surements were repeated five times and the calculated gloss read-
ings and gloss profiles are the average of the five measurements.
The lag length was approximately 2 cm and the measurement time
for one measurement was approximately 5 s. The speed of scan-
ning varies due to the hand scanning. Fig. 3.4(a) presents three
gloss profiles measured at the fixed position with different plates.
Fig. 3.4(b) shows three gloss profiles measured by manual scanning
in the machine direction, and Fig. 3.4(c) details three gloss profiles
measured to the machine cross direction. Part of the gloss variation
in Figs. 3.4(b) and (c) is due to manual scanning and another is
due to the finishing marks and surface roughness of the samples.
Manual scanning was performed by free hand which is a problem
because scanning speed is not constant. At the beginning of the
gloss profiles in Figs. 3.4(b) and (c) there is a relatively high gloss
variation which almost diminishes at the end of the gloss profile.
Probably, at the beginning scanning speed is faster and noncon-
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Figure 3.4: Gloss profiles in stainless steel plates measured with the HWDOG. (a) mea-
sured in a fixed position (b) measured in the machine direction and (c) measured in the
machine cross direction.
stant and at the end of gloss profile scanning speed is almost con-
stant or glossmeter is at fixed position. Therefore, the measurement
of the repeatability of the hand scanning is problematic. Also, it is
almost impossible to know the exact positions where the measure-
ment starts and ends. There is time-delay before the measurement
starts thus exact measurement starting time is difficult to know. To
reduce the effect of manual scanning the number of measurements
had to be increased.
After the HWDOGmeasurements, samples were measured with
µDOG 2D. The measurement area was 10 mm × 10 mm and the dis-
tance between the adjacent measurement points was 30 µm in both
x- and y-direction which correspond to the machine- and machine
cross directions, respectively. Therefore, one gloss map consist of
ca. 110 000 measurement points. The measurement area was ap-
proximately the same as the measurement area when the HWDOG
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was used. Fig. 3.5 shows three gloss maps obtained from the stain-
less steel plates. In the gloss maps in Figs. 3.5(b) and (c) it is
possible to observe finishing marks of the stainless steel plates.
The results of the µDOG 2D and HWDOG were compared to-
gether and the calculated correlation coefficient (r2) was 0.84 in the
fixed position and 0.95 in the machine cross direction. When the
scanning direction of the HWDOG was the machine direction, there
was no significant correlation between the µDOG 2D and HWDOG
measurement results due to the orientation of the finishing marks
because in sample A there are no finishing marks in view as it can
be observed in Fig. 3.5(a) therefore the gloss reading in both manual
scanning directions were almost the same as it can observe in Fig.
3.6 where is shown the correlation between the µDOG 2D and HW-
DOG. If the gloss readings in Fig. 3.6 are considered more closely, it
can observed that in the sample B and the sample C gloss readings
are higher in the machine direction measured with the HWDOG.
The gloss reading of these samples depends on the scanning direc-
tion and orientation of finishing marks. The same phenomena was
shown earlier for the conventional glossmeter in Ref. [6] where it
has been shown that gloss readings in the machine direction are
higher than the machine cross direction.
However, the results are not statistically significant because the
HWDOG measurement series consists only of 5000 measurement
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ground (sample C) measured with the µDOG 2D. The scale of the gloss reading is shown
in the colorbar.
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Figure 3.6: Correlation between µDOG 2D and the HWDOG.
points whereas the µDOG measurement consists of over 100 000
measurement points. Therefore, if the better statistical significance
is needed the number of measurement of the HWDOG has to in-
crease.
In Fig. 3.6 gloss readings measured with HWDOG are in most
cases over 100 G. Also, the part of gloss readings in Fig. 3.5 exceed
100 G. According to definition of the gloss, the polished black glass
(gloss reference) gloss reading is exactly 100 GU when the refractive
index of gloss reference is equal to 1.567. However, the maximum
gloss reading is not defined in the international standard therefore
if the refractive index of the sample is greater than 1.567 gloss read-
ings can exceed 100 GU. For example, some metals have very high
gloss readings up to 2000 GU [69].
We can observe from Figs. 3.4 and 3.6 that the gloss readings
of the HWDOG are higher than those of the µDOG 2D. There are
several reasons for this. First, the measurement geometries of these
glossmeters are different. In the µDOG 2D the incident angle was
0◦ whereas in the HWDOG it was 6◦. The difference between the
incident angles is small but significant because the sample surfaces
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were quite glossy. The second reason for the different readings is
that the HWDOG scans only a thin line whereas the µDOG 2D
scans a macroscopic area; therefore, the number of the measure-
ment points in the case of the HWDOG is less than 5 % of the
µDOG 2D measurements points. Dissimilarities between the laser
beams shapes and the differences in distance between the samples
and glossmeter also influence the different gloss readings.
3.4 ON-LINE PRINT GLOSS MEASUREMENT
In general, regardless of the object, on-line measurements are usu-
ally an effective way of reducing production costs because they pro-
vide a means of changing production parameters during the pro-
cess if abnormalities are found, thus reducing the number of the
poor quality products [1]. So far, only a few studies have been
published on on-line gloss measurements for metal and paper in-
spection [114,115].
In this section, a laboratory test series of the µDOG 1D and
the results related to the printing line measurements are presented.
The series were performed before the installation of the glossme-
ter on the printing line. They contain a comparison of the con-
ventional glossmeter and the original laboratory DOG, dependence
of the measurement signal on the measurement angle of the test
surface of a sample and dependence of the gloss readings on the
measurement distance between the sample and test surface. Af-
ter the laboratory tests, the µDOG 1D was installed in the printing
line. The measurement series of the printing line contains differ-
ent measurements performed on the four color heatset web offset
printing (HSWO) machine [67] situated at the Forest Pilot Center
Ltd. (FPC), Raisio, Finland. More detailed results of the laboratory
and printing line test have been introduced in Paper II.
The quality of print depends on many things and substantial
research has been done for the quality inspection of print and espe-
cially using gloss for the estimation of print quality. For example,
the paper surface roughness effects on the print [63, 116], surface
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topography effects on gloss variation [64], coatings roughness in-
fluence [117, 118], the quality inspection of printed matte-coated
paper [65], print mottling effects on print quality [27, 119] and ink
setting time relation to the print gloss [120]. Print quality depends
also on the quality of a printing paper and research has been done
for the estimating of the gloss of a coated paper [121–125]. The
problem of the previously mentioned studies is that they were per-
formed for the final product. However, gloss of the print products
change as a function of time [126]. Therefore, we don’t know ex-
actly how changes in different parameters of the printing machine
affect on the gloss. The on-line print gloss measurement is one so-
lution because the results can be evaluated immediately therefore it
gives a lot of new possibilities to research how different parameters
affect on the print quality.
3.4.1 Printing
Printing is a production process where ink is applied to a print-
ing substrate in order to transmit information. Different printing
technologies are divided into two categories: conventional printing
with a printing plate, such as lithography, and gravure and nonim-
pact printing, such as electrophotography and ink jet [67].
The on-line gloss measurements in Paper II were made at the
HSWO printing machine, which is a common indirect printing tech-
nology. In HSWO printing, an oil-based paste-like ink is first trans-
ferred from the printing plate. The non-image areas of the print-
ing plate are kept ink-free by using a water-based fountain solu-
tion. The printing plate transfers the ink film and fountain solution
onto a rubber printing blanket cylinder, which applies it to the pa-
per surface. The ink is completely dried in a hot-air oven. More
detailed information about HSWO printing and the other printing
techniques can be found in [67].
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3.4.2 Laboratory tests
The schematic diagram and properties of the µDOG 1D was pre-
sented in Fig. 3.2 and section 3.1.2, respectively. At first we made
a test series where we compared the µDOG 1D gloss readings with
the DOG and the conventional glossmeter. The samples consist of
two series which have a different gloss level. Series 1 included 5
glossy samples, and series 2 contained 5 matt samples. Both series
included black, cyan, magenta, yellow and unprinted samples. The
measurement area of the µDOG 1D and the DOG was 4 mm × 4
mm and in the conventional glossmeter measurement the area was
an ellipse with axel lengths of 7 mm and 13 mm, respectively. The
calculated beam width of the DOG was 40 µm at 1/e-level and the
distance between the adjacent measurement point in both directions
was 40 µm. With the µDOG 1D the distance between the adjacent
measurement lines was 40 µm for the linear scan using the x-y-
z-translation stage. Therefore, the measurement of the DOG and
µDOG 1D consisted of 10 000 and ca. 50 000 measurement points,
respectively. The gloss measurement of the conventional glossmeter
consists of ten measurements. Five measurements were performed
in the machine direction, i.e. the longitudinal direction to the pa-
per web, and the other five measurements were made in a machine
cross direction, i.e. perpendicular to the machine direction. The lo-
cation of the measurement area of the conventional glossmeter was
approximately the same as the measurements of DOG and µDOG
1D. However, due to the measurement geometry, and differences
in optics the illuminated area of the conventional glossmeter was
larger. The measurements results are shown in Fig. 3.7. The calcu-
lated correlation coefficient between the DOG and µDOG 1D was r2
= 0.96 for the mean gloss Gmean and r
2 = 0.97 for the gloss variation
Ga. The correlation between the µDOG 1D and the conventional
glossmeter was r2 = 0.84. The lower correlation between the µDOG
1D and the conventional glossmeter is due to the fact that the mea-
surement geometry 60◦ used for the conventional glossmeter is too
low for the part of the matt sample series. Measurements of the 75◦
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Figure 3.7: (a) Mean gloss Gmean (b) gloss variation Ga measured with the DOG and
µDOG 1D and (c) mean gloss measured with the conventional glossmeter and µDOG 1D
(See Fig. 2 of Paper II ).
geometry would give better results for the matt sample series. Also
differences between the measurement geometries and light sources
have an effect on gloss readings. In Ref. [5] has been shown the di-
agram which describes how gloss readings and visual appearance
behave with different gloss measuring geometries. The diagram is
approximation but it shows that gloss readings below 20 GU are
better to measure with higher angle of incidence. The measure-
ment error of the µDOG 1D in the average gloss value Gmean is
smaller than 0.02 G and the error in the average gloss variation Ga
is approximately 1 % of the Gmean value. The error in the Ga value
occurs partly from the fluctuations of the laser intensity. Approxi-
mations of errors have been measured in the laboratory thus they
can be different in the printing house environment, because in the
printing house environment there are many potential error sources
such as external light and vibration of the printing machine which
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can be eliminated in laboratory.
In the printing machine the paper web can fluctuate slightly in
the vertical direction. Therefore, we had to determine how large
an effect the paper web movement has on the gloss reading. Gloss
readings were measured as a function of the distance between the
sample and the µDOG 1D. The sample and the measurement tech-
nique were the same as previously presented in the correlation mea-
surement. The same area was scanned using five different distances
between the glossmeter and the sample. The measurement distance
was changed over the range 105 mm-109 mm at intervals of 1 mm.
The focal length of the laser beam was earlier defined at a distance
corresponding to the 107 mm distance between the sample and the
glossmeter. The results are shown in Fig. 3.8. The mean gloss Gmean
increases and gloss variation Ga varies slightly when the distance
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Figure 3.8: Mean gloss Gmean and the gloss variation Ga as a function of measurement
distance. (a) Gmean values and (b) Ga values of series 1. (c) Gmean values and (d) Ga values
of series 2. The measurement distance 107 mm correspond to the focal length distance (See
Fig. 3 of Paper II).
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between the glossmeter and sample decreases. The reason for the
increasing Gmean values is that more light propagates through the
aperture of the DOE when the distance between the sample and
glossmeter decreases. The result shows that small fluctuations of
gloss readings as a function of the distance between the sample and
glossmeter are tolerable, thus it has not significant effect on on-line
gloss measurement. The third test measured the dependence of the
measured signal on the angle of the surface of a sample. The pur-
pose of this test was to simulate the angular displacement of the
paper on the printing machine. The test was performed with pol-
ished black glass (gloss reference) fastened to the electrically driven
flatbed rotator. The measurement were performed at the range of
-1◦ to 1◦ with a 0.1◦ steps. The results in Fig. 3.9 show that mea-
surement results depend on the tilt angle. The maximum gloss
reading is obtained at the 0◦ angle (i.e. incoming light beam and
gloss reference are perpendicular) and the maximum gloss value
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Figure 3.9: Reflection as a function of tilt angle obtained from the polished black glass (See
Fig.3 of Paper II).
32 Dissertations in Forestry and Natural Sciences No 44
Development of diffractive element based glossmeters for flat object
inspection
is slightly less than 100 G. According to Eq. 3.2 the gloss reading
for the black glass is exactly 100 G. The difference between the mea-
surement result and the definition of the gloss is due to the fact that
the polished black glasses are not uniform [36, 79]. If the tilt angle
is ±1◦ the gloss reading is zero thus reflected light is not going to
detector. In the real printing samples, The shape of the curve for
prints is similar to that of the gloss standard except the difference
between the highest and the lowest gloss value is smaller. There-
fore, the angle between the incoming light and paper web of the
printing machine has to be check before each measurement.
3.4.3 Measurements at the printing line
After the laboratory test series, the on-line glossmeter was installed
in the printing line. The glossmeter was installed after the hot air
dryer of the printing machine close to the draw cylinder which min-
imized the vertical movement of the paper web.
The analysis of the µDOG 1D measurement data is based on the
gloss profile arrangement for the gloss matrix using a fast Fourier
transform (FFT). Fig. 3.10(a) presents the arranged gloss matrix
where five different patches of printed sheet are shown. The patches
are, from top to bottom, black (B), unprinted (U), yellow (Y), cyan
(C) and magenta (M). In Fig. 3.10(a), the vertical direction indicates
the number of measurement points and the horizontal direction the
number of printed sheets. 3.10(b) presents the mean, maximum
and minimum gloss readings of the arranged gloss matrix in the
direction of the printed sheets. The calculated statistical gloss pa-
rameters Gmean and Ga with the different patches and all the data of
the trial point are presented in Table 3.1. Statistical gloss parameters
in Table 3.1 show that magenta and yellow have the highest gloss
readings, which is obviously because magenta and yellow reflect
well red light. The result is consistent with the previous study with
the original DOG [33]. More results on the on-line measurements
can be found in Paper II.
The speed variations of the paper web cause problems in the
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arrangement of the gloss matrix because the number of sampling
points of one printed sheet decrease when the speed increases and
when the speed decreases the number of the sampling points in-
crease.
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Figure 3.10: (a) Arranged gloss matrix from the gloss profile of the trial point. The scale
of gloss reading G is shown in the sidebar. From the top of the matrix to the bottom, gloss
readings are measured from black (B), unprinted (U), yellow (Y), cyan (C) and magenta
(M) patches. (b) Mean, maximum and minimum lateral profiles of arranged gloss matrix
in the direction of printed sheets.
Table 3.1: Calculated statistical gloss parameters, mean gloss Gmean and the gloss variation
Ga of the full trial point and the different part of trial point presented in Fig. 3.10.
Part of trial point Gmean[G] Ga[G]
Full 0.54 0.15
Black 0.40 0.05
Unprinted 0.55 0.02
Yellow 0.73 0.04
Cyan 0.32 0.05
Magenta 0.81 0.06
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3.5 SENSOR FORGLOSS AND SURFACE ROUGHNESSMEA-
SUREMENT
The measurements of gloss and surface roughness have been made
separately with different gauges as in Ref. [28]. This is due to the
fact that there has thus far been no single gauge which is able to
measure both gloss and surface roughness.
Next a novel single sensor for both gloss and surface roughness
measurement is presented by a combination of two optical mea-
surement setups. The schematic diagram of the setup is presented
in Fig. 3.11 and is quite similar to that of the original DOG repre-
sented in Fig. 3.1. The detectors in this study were CMOS cameras,
the signal of the gloss measurement was recorded with the CMOS 1,
and the signal of the surface roughness measurement was recorded
with the CMOS 2. The principle of gloss measurement is the same
Laser
LC
PC
CMOS 1
CMOS 2
DOE
Rotator
Sample
x-y-z-translation stage
BS
Figure 3.11: Schematic diagram of gloss and surface roughness measurement setup. L
= Lens, C = collimating optics, BS = Beam splitter, PC = Personal computer, DOE =
Diffractive optical element, CMOS 1 = CMOS camera in the gloss measurement direction,
CMOS 2 = CMOS camera in the surface roughness measurement direction.
as presented in section 3.1. The surface roughness measurement is
based on the angular speckle correlation measurement with two dif-
ferent speckle patterns [94–97,100,101]. Both the rotation stage and
the x-y-z-translation stage are computer-controlled. The calculated
focus size was 20 µm at the 1/e-level of the maximum of irradiance
of the beam. The illumination angle of the laser beam was 0◦ for the
detection of gloss. The sample was scanned with the aid of a x-y-z-
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translation stage, and thus the image was recorded after each step
of the scanning. The result is a gloss map consisting of individual
calculated gloss readings. The surface roughness was measured in
the following way: the first speckle pattern was recorded at normal
incidence and the second pattern at the same point after the sample
was rotated. The rotation angle was 0.6◦. The sample was scanned
similarly to the gloss map and the result is a correlation map which
consists of individual C parameter values.
3.5.1 Results
We measured three samples of the metal surface roughness stan-
dards (produced by Flexbar Machine Corporation). The samples
were machined by grinding. The average surface roughnesses Ra of
these samples were 0.4, 0.8, and 1.6 µm. The measurement area was
1.5 mm × 1.5 mm and the distance between the adjacent measure-
ment points was 20 µm. Therefore the measurement area consists of
ca. 5500 measurement points. In Fig. 3.12 shows measurement data
calculated by using Eqs. 2.9, 2.2 and 3.2. In Fig 3.12(a), the param-
eter C is presented as a function of the average surface roughness
Ra. In Fig 3.12(b), the mean gloss (Gmean) is presented as a function
of the parameter C, and in Fig 3.12(c) the mean gloss is presented
as a function of the average surface roughness. The calculated cor-
relation coefficients (r) were -0.98, 0.98 and -0.98, respectively. It
has previously been shown that since angular speckle correlation
and average surface roughness have a negative correlation [96], and
mean gloss and average surface roughness also have a negative cor-
relation [6], the results are feasible. Even though the results are
relatively good, we have to remember that the measurements were
done only for the three samples with surfaces that were quite ho-
mogenous; thus the calculated correlation coefficients are only the
reference and are not statistically significant. With the aid of Eq.
2.10 it is possible to calculate the surface roughness value corre-
sponding to the C parameter. However, Eq. 2.10 proposes that the
surface must follow Gaussian statistics, which is not the case for
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Figure 3.12: (a) The correlation as a function of average surface roughness (Ra). (b) Mean
gloss (Gmean) as a function of correlation and (c) mean gloss (Gmean) as a function of
average surface roughness (Ra).
the surface finish of the present samples. Hence, C parameter is
suggested as the measure for surface roughness. This aids in the
optical inspection of surfaces to arrange the surfaces in the correct
order concerning surface roughness. Fig. 3.13(a), presents a gloss
map of the sample with Ra = 1.6 µm and Fig. 3.13(b) demonstrates
the corresponding C parameter map of the same area to the gloss
map in 3.13(a). If we consider Fig. 3.13(a), there are areas which
are glossier (brighter areas) than the surrounding area. If the same
areas are considered in Fig 3.13(b), it can be noted that the C pa-
rameter is high and close to 1. This means that the measurement
technique for gloss and surface roughness measurement are consis-
tent.
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Figure 3.13: (a) Gloss map, and (b) the C parameter map obtained from a metal surface
roughness standard with average surface roughness Ra=1.6 µm.
3.6 DISCUSSION
The main focus of this chapter was the development of the origi-
nal DOG and three prototypes of the new generation DOGs which
have been developed for different purposes. The experimental part
of this chapter considered different measurements of the DOGs re-
garding cold-rolled stainless steel products and on-line measure-
ment of gloss at the printing house. In addition, a single sensor
which is able to measure both the gloss and the surface roughness
was presented.
The cold-rolled stainless steel plates were measured with the
HWDOG and µDOG 2D. One purpose of this study was to deter-
mine whether the HWDOG is an inexpensive and practical tool for
the gloss inspection of products in the metal industry since it gives
not only a numerical gloss reading on its display but also a gloss
profile from which statistical gloss parameters can be calculated.
The HWDOG is wireless, thus it offers new possibilities for prod-
uct inspection. The second glossmeter used in this study was the
µDOG 2D, which gives comprehensive data about the measured
stainless steel plates. The measurement result of the µDOG 2D is
a gloss map which is a visual presentation of the gloss variations
of the scanned surface. Using the gloss map we can find locations
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where the gloss is abnormal. Furthermore, the statistical gloss pa-
rameters can be calculated for the measurement data. Because the
measurements of the HWDOG were performed by free hand there
are limitations which one has to take into account regarding the
repeatability of the measurement.
The third glossmeter application considered in this chapter was
the µDOG 1D which was designed for on-line measurement in the
printing line. The laboratory test series and measurements at the
printing line show that the µDOG 1D is capable of on-line gloss
measurement in the printing line of a heatset web offset printing
machine. The results show that the gloss profile can be measured
as a function of measurement time, and the measured gloss pro-
file can be presented as an arranged gloss matrix. Statistical gloss
parameters can be calculated for the full gloss profile, a particular
trial point or the particular patches of the arranged gloss matrix as
shown in Table 3.1. The µDOG 1D is also capable of detecting small
gloss variations. The presented on-line glossmeter could be useful
in other fields of industry such as metal, paper, and laminated ma-
terials.
The third part of the experimental work in this chapter consisted
of a method for gloss and surface roughness measurement using
only a single setup. The measurements were performed for three
metal surface roughness standards which were machined by grind-
ing. The measurement results show that the method works for these
particular samples. It is obvious that simultaneous information on
the gloss map and surface roughness via the correlation map pro-
vides more rigorous information on the surface quality than the
gloss or surface roughness readings alone. Both the gloss and
the correlation map give microscopic and macroscopic information
about the measured sample area. This has an advantage over tra-
ditional measurement devices. Another advantage of this method
is that gloss and surface roughness are both measured exactly at
the same location, which would be almost impossible to carry out
if they were measured separately with different gauges. We expect
that it will also be possible to use this measurement method and
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sensor for the measurement of gloss and surface roughness from a
porous surface, such as, a pharmaceutical tablet.
The presented measurement method for the gloss and surface
roughness measurement is not yet complete for on-line measure-
ment because the recording and analysis time of the two speckle
patterns is relatively long. Another factor limiting the use of this
method for the on-line inspection of gloss and surface roughness
of objects is the need to record two speckle patterns with different
illumination angles, which is difficult to implement.
The advantage of all the DOGs presented is that only one mea-
surement geometry is needed, i.e. the surface normal (except HW-
DOG, where the angle of incidence is 6◦) direction, where the effect
of polarization is small. DOGs also have better sensitivity than con-
ventional glossmeters because of the small spot size and since the
measurement data of the DOG consist of more comprehensive data.
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4 Development of diffractive
element based glossmeters for
curved object inspection
The measurement of the gloss of a curved surface is quite prob-
lematic because the international standards for gloss measurement
[10,11] have only been defined for a flat surface. There are only few
glossmeters which are valid for a curved surface [69–71], and are
used for agricultural products inspection. Nevertheless, there are
some limitations on these glossmeters, such as their having been
development only for laboratory use and a relatively large surface,
which is problem when the curvature of the radius of an object is
small. In this chapter, we present two DOGs which can be used
in gloss measurements of both convex and concave surfaces. The
DOGs for the curved surface were modified from the original DOG
and the HWDOG (see chapter 3). The gloss measurement of convex
and concave surfaces is performed for unpainted and painted alu-
minium samples. In addition, we present an application for using
a modified DOG where a latent fingerprint is recorded from a ball-
point pen. This application has important implications in forensic
studies. The gloss measurements of the curved surface are pre-
sented in Papers III and IV.
4.1 DOGS FOR A CURVED SURFACE
The schematic diagram of a DOG for a curved surface is shown
in 4.1. In the original DOG, the sample can be scanned in the x-
and y-directions whereas the DOG for the curved surface sample is
scanned for the vertical direction (y-direction) and rotated after ev-
ery measured column. The construction of the optics HWDOG for
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Figure 4.1: Schematic diagram of the DOG for a curved surface. BS = beam splitter,
C = collimating optics, L = focusing lens, DOE = diffractive optical element, CCD =
charge-coupled device, PC = personal computer.
the curved surface is the same as the HWDOG represented in Fig.
3.3. The commercial flat jig is replaced according to the idea of the
author of this thesis by jigs with convex and concave shapes which
fit the cylinder shapes studied of the samples. The purpose of the
jigs is that in manual scanning we try to keep the angle between the
glossmeter and the sample the same for each measurement, which
guarantees better repeatability.
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4.2 EXPERIMENTAL
4.2.1 Gloss measurement of convex and concave aluminium sam-
ples
Both sample series, convex and concave consist of unpainted, black
painted and white painted aluminium samples. The painted sam-
ples were painted with matte spray paint. The samples were mea-
sured with both DOGs. Fig. 4.2 shows the measurement directions
of the convex and concave samples.
LA
LA
CP
CP
(a) (b)
Figure 4.2: The measurement directions for (a) convex and (b) concave samples. LA =
longitudinal axis and CP = circular path (See Fig.3 of Paper III).
At first, samples were measured with the DOG. The measure-
ment area of the DOG measurement was 10 mm in the longitudinal
direction (LA) and 40 mm for the circular path (CP). The distance
between the adjacent measurement points was 30 µm in both direc-
tions. The measured gloss maps of the DOG for the convex and con-
cave samples are presented in Fig. 4.3. On the left-hand side are the
measured gloss maps for the concave series and on the right-hand
side are the measured gloss maps for the convex sample series. In
Table 4.1 is presented calculated gloss readings, average gloss Gave
and gloss variations Gvar. The gloss readings were calculated with
the aid of Eqs. 2.5 and 2.6.
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Figure 4.3: Measured gloss maps from the convex and the concave sample series obtained
with the DOG: (a) concave aluminium, (b) convex aluminium, (c) concave white painted,
(d) convex white painted, (e) concave black painted, (f) convex black painted (See Fig. 4 of
Paper III).
The samples were also measured with the HWDOG. Each sam-
ple was measured 10 times along a circular path and longitudinal
axis. The measurement results are the gloss profiles presented in
Fig. 4.4. The statistical gloss parameters were calculated from the
gloss profiles with the aid of Eqs. 2.5 and 2.6 and they presented
in the Table 4.2. The gloss profiles and statistical gloss parameters
are the average of ten manual scans. The lag length of the scans
was approximately 2 cm. The exact lag length of the HWDOG is
impossible to find out because it is difficult to define exact starting
and ending point. This and the other measurement problems of the
HWDOG were considered in the case of the flat surface in section
3.3, and they are also valid in the case of a curved surface. From
Figs. 4.3 and 4.4 and Tables 4.1 and 4.2 indicate that the unpainted
samples have the highest gloss independent of the measurement
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Figure 4.4: Measured gloss profiles of the convex aluminium samples along (a) the longi-
tudinal axis and (b) the circular axis, and for the concave aluminum samples along (c) the
longitudinal axis and (d) the circular axis.
directions and the white painted samples are glossier than those
painted black. The results of the DOG and the HWDOG support
the visual inspection, which was made before the measurement se-
ries. For the unpainted aluminium samples, the HWDOG gives a
much higher gloss reading than the DOG. There is no individual
reason for this, because several individual things have an effect on
high gloss reading. The incident angle of the HWDOG is larger.
The difference in the incident angles is only 6◦ but this is signif-
icant when the sample is glossy, and we measured the irradiance
of the specularly reflected light. The DOG is a noncontact gloss-
meter, whereas the HWDOG is a contact glossmeter. Therefore, the
geometries of these two glossmeters are different and hence the dis-
tance between the DOE and the sample is different. In addition the
size of the apertures and the focal lengths of the DOE are different.
In the HWDOG, the aperture size is 2 mm × 2 mm and the focal
length is 20 mm whereas in the DOG its aperture size is 4 mm × 4
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mm and the focal length is 100 mm. Moreover, light sources and de-
tectors between the two glossmeters are different. The light source
in HWDOG was a semiconductor laser and the detector was a pho-
todiode whereas in DOG they were HeNe laser and CCD-camera,
respectively. Therefore the shapes of laser beams and sensitivity of
the detectors are different.
The gloss maps in Fig. 4.3 and the gloss variation reading in
Tables 4.1 and 4.2 show that the samples were not uniform. In
other words, there are gloss variations resulting from the quality
variations of paint in the painted samples and surface irregularities
in the aluminium samples i.e. surface roughness. The results of
Figs. 4.3 and 4.4 show that both glossmeters are able to detect quite
low gloss readings, as in this case of black painted samples.
We calculated correlation between the DOG and the HWDOG
for circular path measurements.For the concave series it was r2 =
0.95 and for the convex series it was r2 = 0.92. Even if these results
were good, they were not statistically significant because lack of the
measurement points of HWDOG the measurement of the HWDOG
consists of 10 000 measurement points and that of the DOG con-
sists of approximately 450 000 measurement points. If we want to
increase statistical significance, the number of measurement points
has to increase. However the main idea of this study was the same
as in section 3.3 and Paper I. We have two glossmeters, at first, the
HWDOG can be used for the quick gloss inspection. If there are ab-
normalities the sample is possible to measure with the DOG which
gives a more comprehensive gloss map.
In Table 4.2 we can observe that gloss readings for the concave
series are higher than in convex series which result from the fact
that the radius of curvature of these series is different thus convex
and concave series are different. Therefore it is difficult to compare
these two series.
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Table 4.1: Measured average gloss Gave and gloss variation Gvar for the convex and concave
samples obtained with the DOG.
Sample Gave [G] Gvar [G]
Convex
Aluminium 8.33 2.13
White 4.67 0.83
Black 1.91 0.18
Concave
Aluminium 11.33 2.60
White 5.37 0.76
Black 2.08 0.25
Table 4.2: Measured average gloss Gave and gloss variation Gvar for the convex and concave
samples obtained with the HWDOG along longitudinal axis and circular axis.
Sample Longitudinal axis Circular Path
Gave [G] Gvar [G] Gave [G] Gvar [G]
Convex
Aluminium 26.36 1.93 25.23 2.18
White 4.76 0.25 4.87 0.30
Black 0.66 0.25 0.49 0.17
Concave
Aluminium 27.36 2.19 34.19 3.74
White 6.65 0.15 6.35 0.24
Black 1.97 0.38 1.49 0.45
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4.2.2 Latent fingerprint measurement from a convex surface
Fingerprints are one of the most widely used biometric methods
for identifying and authenticating individual persons [127]. Fin-
gerprints consist of the friction ridges and valleys, when the finger
touches a surface it leaves salt and different organic compounds
on the surface [128]. Fingerprints are divided into two different
categories: exemplar fingerprints, which are easy to detect bye an
eye and latent fingerprints which are partially hidden and there-
fore difficult to detect. A traditional way of recording fingerprints
on a surface is the applied powder lift of the fingerprint with a
tape where the fingerprint is photographed. However, the problem
with this method is that the fingerprint can be destroyed when it
is recorded on the surface. Therefore the number of different opti-
cal methods and imaging techniques have been developed because
they provide the non-destructive measurement of fingerprints on
a surface. These techniques are, for example, based on the light
detection of the reflected polarized light [127], optical coherence
tomography (OCT) [128–130], Raman chemical imaging [131] and
the biometric method that combines the finger-vein, fingerprint and
finger geometry features [132].
The problem with the previously mentioned methods is that
they work only for a flat surface. The DOG can be used for detecting
a fingerprint non-destructively from a smooth and curved surface.
This technique is based on the detection of gloss variation (Ref.
[24] and Paper III) between the friction ridges and valleys. The
measurement setup was presented in Fig. 4.1. The rotator in this
study was a motor-driven rotary stage. In this study, the calculated
spot size of laser beam was 10 µm.
Fig. 4.5(a) shows a photo of the ballpoint pen and Fig. 4.5(b)
shows the glossmap recorded from the pen. The fingerprint in Fig.
4.5(b) is detected in the middle part of the ballpoint pen near the
gold horizontal stripe (red square). This stripe is on the bottom
of the gloss map where the stripe is in red. The red color in Fig.
4.5(b) indicates a high gloss and blue color indicates low gloss ar-
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Figure 4.5: (a) Ballpoint pen. The latent fingerprint located in the middle section of the
pen near the gold horizontal stripe. Red square indicates the measurement area. (b) latent
fingerprint detected from the ballpoint pen.
eas. The advantage of this method is that it works both to curved
and flat surfaces and the sensitivity of DOG is good because it can
detect small gloss variations. This technique was tested for a sur-
face which is quite smooth. Before this technique can be used real
crime scene investigation it has to be tested with other surfaces,
such as rough and porous surfaces. The comparison to the other
fingerprint detection methods is needed to find out real potential
for the use this technique. Because the lack of techniques for the
curved surface, the comparison between the other fingerprint de-
tection methods can be performed at first for flat surfaces with the
original DOG and the µDOG 2D. If the results were satisfactory,
there will be a real potential for using this method also for curved
surface inspection.
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4.3 DISCUSSION
In this chapter we presented two new optical measurement setups
for gloss inspection from a curved surface. In the first setup the
DOG was modified from the original DOG (see Fig. 3.1) and in the
second the HWDOG was modified from the commercially available
glossmeter. Both of these DOGs are useful for measurements in lab-
oratory conditions and the HWDOG also shows potential for quick
product inspection in industrial off-line measurements in situations
when abnormalities in a sample appear and we need to confirm our
visual interpretation. The advantages of the DOGs for curved sur-
face gloss measurement are that they can be used both for convex
and concave surfaces. It is also possible to inspect small areas be-
cause of the small spot size of the laser beam. The gloss map which
can be obtained with the DOG is useful for gloss inspection be-
cause it gives many more details about the inspected surface than
the pure numerical value of the gloss or gloss profile. Glossmeters
used for curved surfaces in Refs. [69–71] give only numerical gloss
readings.
The measurements of the curved surface were performed for a
cylinder surface which is a special case of a curved surface. How-
ever in most cases the shape of the curved surface is not a cylinder.
The DOGworks other curved surface but it depends a lot of a shape
of a surface. Therefore, if the shape of the surface is complicated it
is better to limit the measurement area.
In addition, an application for the latent fingerprint measure-
ment of a convex surface was presented in this chapter. The tech-
nique is based on the fact that the DOG can detect small gloss vari-
ations since fingerprints leave salt and organic compounds on the
surface. This application would be useful for crime scene investiga-
tion. However, it requires much more research to determine if there
is any potential use in this field. There are some limitations of the
use of this technique in real situation. Fingerprint measurement on
the curved surface requires special knowledge about the DOG. The
described method has been tested only for a ball point pen which
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shape is not exactly a cylinder but we can approximate it as a cylin-
der surface. Also the measurement time has to be shorten before
this technique is ready to use in crime scene investigation. The fin-
gerprint measurements have been also tested for a flat surface by
using the µDOG 2D which was presented in sections 3.2.1. µDOG
2D is straightforward to use but the problem is that there are sev-
eral good techniques for recording the fingerprint on a flat surface
thus there is not necessarily need for the new techniques.
There are several standards for the measurement of gloss on a
flat surface [10,11], but none for curved surface gloss measurement;
this is quite problematic. For example, calibrating the DOG is prob-
lematic because we had to use the same gloss reference we used for
the flat surface. It would be quite problematic to generate gloss ref-
erence for the curved surface because if the radius of curvature of a
sample change we need different gloss references. Because the lack
of gloss reference for the curved surface, the results depends on
more or less light on the light source, measurement geometry, de-
tector and surrounding environment. However, in most of the cases
it is enough that we can compare the differences of gloss readings
within the same sample series.
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5 Conclusion
The main focus of this thesis was the development of new genera-
tions of DOG and the measurement techniques and analysis of the
gloss of flat and curved surfaces. The analysis of the gloss is based
on the use of statistical gloss parameters which have been earlier
defined for a flat surface [24]. The measurement and analysis of
gloss are rather straightforward for flat surfaces. However, this is
not the case with curved surfaces. Therefore the statistical gloss
parameters for the curved surface were presented in chapter 2 and
glossmeters for the curved surface in chapter 4.
In chapter 3, the development of the DOG for a flat surface
was considered. The original laboratory and the new generations
of DOGs were presented. The µDOG 1D was developed for on-
line gloss measurement, the µDOG 2D for flat surface inspection in
laboratory conditions and the HWDOG for rapid gloss inspection.
Measurement with the µDOG 2D and the HWDOGwere performed
for a cold-rolled stainless steel plate. The results show that the HW-
DOG and µDOG 2D work separately. The best results is achieved
with the µDOG 2D because it gives a detailed gloss map where
the abnormalities of the gloss can be found. However, the optimal
results were achieved when the HWDOG and µDOG 2D are used
together. The product is first measured quickly with the HWDOG,
if there are abnormalities the product can be measured with the
µDOG 2D.
The HWDOG could find application in field conditions that may
include gloss inspection of gloss decrease of paint of metal pipes or
log houses. Especially paint industry is interested in paint wear
due to weather conditions, and gloss is one quality factor that is
monitored in field experiments of paint wear. If we relax the hand
scanning and adjust the small size HWDOG into an arm of a robot.
The repeatability of gloss measurement is naturally improved. Then
it is possible to arrange non-contact measurement e.g. different
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painted and non-painted parts in car industry.
The on-line glossmeter (µDOG 1D) tests in laboratory show that
the gloss readings of the µDOG 1D were consistent with the origi-
nal DOG and the conventional glossmeter. Other test results indi-
cate that the vertical movement of the sample has a negligible effect
on the gloss readings and the measurement results depend on the
angle between the sample and incoming beam. The on-line mea-
surements in the printing line show that the µDOG 1D is capable of
on-line measurement and the results can be presented as a useful
gloss profile and an arranged gloss matrix.
In addition, a solution to the problem of simultaneous gloss
and surface roughness measurement using a single sensor was pre-
sented in chapter 3. The gloss measurement was based on re-
flected light measurement with the aid of the DOG and the surface
roughness measurement was based on an angular speckle correla-
tion measurement. The measurement results show that the method
works for these particular samples, which were from the metal sur-
face roughness standard. However, data processing has to be im-
proved because the measurement time is relatively long.
Gloss measurements from convex and concave surfaces are prob-
lematic because of the lack of suitable glossmeters. In chapter 4, two
solutions for curved surface gloss measurement were presented.
The DOG and HWDOG that were used were modified from the
original DOG and HWDOG for the flat surface, respectively. The
measurements were performed with unpainted and painted convex
and concave aluminium samples. The results show that both DOGs
can detect gloss variations and low gloss readings. The results
of these two DOGs were consistent. In addition, one application
of curved surface gloss measurement was presented in chapter 4,
where a latent fingerprint was detected from a ballpoint pen. There
will be many further possibilities for applications of curved surface
gloss measurement because of the lack of proper glossmeters.
The presented measurement techniques do not obey existing
gloss standards. However, the advantage of the used method is that
we need only one measurement angle which works for both low
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gloss and high gloss surface whereas according to different gloss
standards there are total in 5 different measurement angles. The
used measurement geometry made it possible to inspected gloss of
curved surface. Therefore there will be an opportunity to realize
a standard for this gloss measurement method. The biggest prob-
lem is that people who work in the field of the product quality
inspection do not always understand if we have two different gloss
readings from the same sample which mean the same but they were
measured with different measurement geometry.
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Kalle Kuivalainen
Glossmeters for  
the measurement of gloss 
from flat and curved objects
This thesis deals with the development 
of a diffractive optical element (DOE) 
based glossmeter (DOG). It includes flat 
and curved surface gloss measurement. 
The flat surface gloss inspection includes 
off-line and on-line gloss measurements 
with new generations DOGs. Also a single 
sensor which can measure both gloss and 
surface roughness is also presented. The 
DOGs for the curved surface were modi-
fied from the DOGs used for flat surface 
gloss inspection and two statistical gloss 
parameters for the curved surface gloss 
evaluation are presented in this thesis. 
The curved surface gloss measurement 
also includes one application where a 
latent fingerprint was detected on a ball-
point pen surface with the DOG.
d
issertatio
n
s | N
o
 4
4 | K
a
lle K
u
iva
la
in
en
 | G
lo
ssm
eters fo
r th
e m
ea
su
rem
en
t of glo
ss fro
m
 fl
a
t a
n
d
 cu
rved
 ob
jects
Kalle Kuivalainen
Glossmeters for 
the measurement of glos 
from flat and curved objects
